Dosimetry of rotational versus multifield total-skin electron-beam therapy [TSEBT] techniques.
A comparison of dosimetry measured in a noncylindrical Rando-Alderson phantom of the 2-field, 4-field, and 6-field total-skin electron-beam therapy techniques, with our dual-field rotational technique, revealed superior dosimetry and shorter treatment time for the latter.